Clinical Experience with the Nikkiso Centrifugal Pump.
The Nikkiso HPM-15 is a minimally sized centrifugal pump. Preliminary results regarding clinical use of this pump for cardiopulmonary bypass (CPB) procedures have been reported previously. Recently, we have managed some additional cases using a newly developed controller. This article reports our clinical experiences with the use of this pump. We have managed 23 cases with a Nikkiso centrifugal pump. Twenty-two patients underwent CPB and 1 patient with fulminant viral myocarditis underwent percutaneous cardiopulmonary support (PCPS). With this pump, the circuit was extremely easy to prepare and deaeration was achieved readily. Hemodynamics during CPB and PCPS were stable in all cases. The increase in serum-free hemoglobin levels during CPB with this pump was as low as that seen in preliminary tests. A decrease in the platelet count was observed after the initiation of CPB with this pump; however, platelet counts returned to preoperative values 7 days after surgery. Moreover, urine output during CPB with this pump was as high as that seen in preliminary tests. No abnormalities in renal or liver function occurred during CPB. It appears that this new centrifugal pump is safe and easy to operate, and we conclude that it is useful for CPB and PCPS.